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You can select up to 1.0 mg per dose. When your pen contains less than 1.0 
mg, the dose counter stops before 1.0 is shown. If you need more drug 
product than the number of mg left in your pen-injector, use a new pen-
injector to inject the dose you need. 

The dose selector clicks differently when turned forward, backwards or past the 
dose left in the pen-injector. Do not count the pen clicks.

Do not count the pen clicks. 
 The selected dose must 

line up precisely with the dose pointer to ensure that you get a correct 
dose. 
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as your 
doctor or nurse has shown you.  

.
Do not cover it with your fingers. This could
interrupt the injection.

The 0 must line up with the dose pointer. You 
may then hear or feel a click. 

 the dose 
counter has returned to 0 and

If the needle is removed earlier, you may see 
a stream of drug product coming from the 
needle tip. If so, the full dose will not be 
delivered. 

Count slowly: 
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If blood appears at the injection site, press 
lightly. Do not rub the area.

You may see a drop of drug product at the 
needle tip after injecting. This is normal and 
does not affect your dose. 

Hold the dose button down until the dose counter shows 0. 

If 0 does not appear in the dose counter after continuously pressing the 
dose button, you may have used a blocked or damaged needle. 
In this case  you have  received  drug product  even though the 
dose counter has moved from the original dose that you have set. 

Change the needle as described in section 5 and repeat all steps starting 
with section 1: Prepare your pen with a new needle. Make sure you select 
the full dose you need. 

This can interrupt the 
injection. 
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on a flat surface without touching the 
needle or the outer cap. 

Once the needle is covered,

Unscrew the needle and dispose of it carefully. 

your pen-injector after 
each use to protect the drug product from 
light. 
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to ensure convenient 
injections and prevent blocked needles. If the needle is blocked, you will 
inject any drug product. 

 Please dispose of all used needles as 
instructed by your doctor or nurse. 

You may 
stick yourself with the needle.

This may prevent blocked needles, contamination, infection, 
leakage of drug product and inaccurate dosing. 



How much drug product is left

A. To see how much drug product is left,

dose counter stops before 1.0 mg

A



Caring for your pen-injector
Do not leave your pen-injector in a car

Do not expose your pen-injector to dust, dirt or liquid. 
Do not wash, soak or lubricate your pen-injector. 

Do not drop your pen-injector 

Do not try to refill your pen-injector. 
Do not try to repair your pen-injector 



Storage 
Store correctly according to the storage conditions on the label

Further important information 

Never share 
 be very careful when handling used needles 








